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PURPOSE. This study compared the effect of three intraoral repair systems on the bond strength between 
composite resin and zirconia core. MATERIALS AND METHODS. Thirty zirconia specimens were divided into 
three groups according to the repair method: Group I- Cojet™ Repair System (3M ESPE) [chairside silica coating 
with 30 |jm Si02+ silanization + adhesive]; Group II- Ceramic Repair System (Ivoclar Vivadent) [etching with 
37% phosphoric acid + Zirconia primer + adhesive]; Group III- Signum Zirconia Bond (Heraus) [Signum Zirconia 
Bond I + Signum Zirconia Bond II]. Composite resin was polymerized on each conditioned specimen. The shear 
bond strength was tested using a universal testing machine, and fracture sites were examined with FE-SEM. 
Surface morphology and wettability after surface treatments were examined additionally. The data of bond 
strengths were statistically analyzed with one-way ANOVA and Tamhane post hoc test (a=.05). RESULTS. 
Increased surface roughness and the highest wettability value were observed in the Cojet sand treated 
specimens. The specimens treated with 37% phosphoric acid and Signum Zirconia Bond I did not show any 
improvement of surface irregularity, and the lowest wettability value were found in 37% phosphoric acid treated 
specimens. There was no significant difference in the bond strengths between Group I (7.80 + 0.76 MPa) and III 
(8.98 ± 1 .39 MPa). Group II (3.21 ± 0.78 MPa) showed a significant difference from other groups (P<.05). 
CONCLUSION. The use of Intraoral silica coating system and the application of Signum Zirconia Bond are 
effective for increasing the bond strength of composite resin to zirconia. [J Adv Prosthodont 2013;5:248-55] 
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INTRODUCTION 

Yttrium oxide partially stabilized tetragonal zirconia poly- 
crystal (T-TZP), introduced to the prosthodontic field in 



This study was supported by research funds from Chosun University Dental 
Hospital 2012. 



the early 1990s as an all ceramic core material/ has favor- 
able esthetic characteristics, superior mechanical properties 
and biocompatibility.^"^ Due to its mechanical properties 
such as high strength toughness, it was difficult to handle 
with manual laboratory method. Recently, the development 
of dental CAD/CAM technology allows the design and 
fabrication of zirconia based restoration for all ceramic res- 
toration to be faster and have better practical use^'"^'^ In 
addition, according to the development of various zirconia 
blocks with diverse colors and strengths, the range of clini- 
cal use is on the expansion gradually. 

The full zirconia crown has less silica content than oth- 
er glass ceramic systems and the resultant low translucency 
makes it difficult to express natural colors. Therefore, espe- 
cially for the anterior restorations, zirconia copings for 
crowns or multi-unit frameworks still require application of 
veneering porcelain to achieve suitable esthetics.^ Although 
such a 2 layer structure could make diverse colors more 
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efficient, weak veneering porcelain over a strong supporting 
core could be delaminated or fractured. ^'^ Chipping of 
veneering porcelain accompanied with the exposure of the 
zirconia coping during the use within the oral cavity may be 
considered as a type of bonding failures between the zirco- 
nia core and the veneer. ^^'^^ 

Such a failure is caused by surface treatment of the core 
for mechanical retention, residual stresses generated by mis- 
match in coefficient of thermal expansion (CTE), develop- 
ment of flaws and structural defects at core-veneer inter- 
face, and wetting properties and volumetric shrinkage of 
the veneer. ^"^ 

Clinically because of such variable factors, chipping of 
veneer is the most frequently reported complication of zir- 
conia based ceramics.^'^^ Replacement of a failed restoration 
is ideal for the fracture, but is not necessarily the most 
practical solution due to replacement cost, additional trau- 
ma to the tooth and other limited factors in patients. In 
addition, for cases with a small fracture area that does not 
cause esthetic or functional problems, intraoral repair tech- 
niques with composite resin may be more effective meth- 
ods.^ 

Various intraoral repair systems have been developed 
and used to optimize the fractured surface and to improve 
their bond strength with composite resin. However, most 
of studies on the clinical usefulness of intraoral repair sys- 
tems are limited to the bond strength between composite 
resins to fractured porcelain or exposed metal surfaces in 
porcelain fused metal crown. But, the studies on the bond 
strength of composite resin to zirconia by the application 
of intraoral repair systems are insufficient. Nowadays, some 
manufacturing companies are providing intraoral repair sys- 
tems for zirconia surface treatment. 

Therefore, the purpose of this in vitro study was to eval- 
uate the effect of 3 different intraoral repair systems on the 
shear bond strength of composite resin to zirconia. 

MATERIALS AND METHODS 

Thirty zirconia specimens (1 0 mm X 1 0 mm X 2 mm) were 
produced by a CAD / CAM system (Zirkonzahn, Italy) using 
prefabricated blocks of zirconia (Prettau Zircon; Zirkonzahn, 
Italy) and then sintered according to the manufacturer's 
instructions. Zirconia specimens were embedded in liquid 
unsaturated polyester (EPOVIA® RF-9000, Cray valley Inc., 
Korea) (Fig. 1). The surface of all the specimens were 
grounded with 100, 600, 1200 grit silicon carbide abrasive 
discs under running water on a polishing machine (Buehler 
Metaserv, Buehler, Germany), then ultras onically cleaned 
for 3 minutes in deionized water and then wiped with 95 
vol.% ethanol. Clinically, when the fracture site is repaired 
with composite resin, surface grinding with diamond bur is 
a commonly used method for roughening the surfaces to 
improve mechanical bonding and remove the contamina- 
tion area. To simulate this clinical condition, all specimens 
were ground using a fine-grit diamond rotary cutting instru- 
ment (Red stripe round-end straight diamond bur, 30 \xm 




Fig. 1 . (A) zirconia specimens and (B) test specimen 
embedded in mounting media. 



grit size; Komet®, Germany) in a high-speed handpiece 
with water irrigation for 10 seconds. 

Specimens were randomly divided into three groups, 
each containing 10 specimens, for the following different 
intraoral repair systems. 

Group I (n=10): Cojet™ Intraoral Adhesive Repair 
System (3M ESPE, Seefeld, Germany). The specimens were 
airborne-particle, abraded using a chairside abrader (Ultra- 
Blaster, Ultradent Products Inc., USA) for 15 seconds with 
30 \xm silica-modified Al^O^ particles (Cojet™) with 3.0 bar 
pressure from 10 mm distance. After abrasion, the speci- 
mens were thoroughly rinsed with a water spray for 30 sec- 
onds to clean the surface residual sand particles, and then 
dried with oil-free air. Specimens were treated with prehy- 
drolyzed silane-based primer (Rely X™) and then dried with 
oil-free air for 30 seconds. A bonding agent (Adper™ 
Single Bond 2 Adhesive) was then applied a thin layer with 
a disposable brush and light cured for 10 seconds. 

Group II (n = 10): Ceramic Repair System (Ivoclar 
Vivadent, Schaan, Liechtenstein). The specimens were 
etched with 37% phosphoric acid gel (Total Etch) for 15 
seconds, rinsed with water spray for 30 seconds, and then 
air dried until a frosty white appearance was observed. 
Zirconia primer (Metal/ zirconia primer) was applied on the 
zirconia surface for 180 seconds, then air dried gently, and 
an adhesive bonding agent (Heliobond)was applied a thin 
layer and light cured for 20 seconds. 

Group III (n=10): Signum Zirconia Bond (Heraeus 
Kulser, Milan, Italy). The specimens were treated with a 
bifunctional methacrylate based component containing ace- 
tone and MDP (Signum Zirconia Bond I and dried with oil- 
free air. A bonding agent containing methyl methacrylate 
and diphenyl (2,4,6-trimethylbenzoyl) phosphinoxide 
(Signum Zirconia Bond II) was then applied to the zirconia 
surface with a disposable brush and Hght-cured for 40 seconds. 

After surface treatment according to manufacturer's 
manual of each intraoral repair system, plastic cylinder (6 
mm diameter, 4 mm length) was placed on the center of 
the specimens, and composite resin (Z350, 3M ESPE, 
USA) was placed condensed into the cylinder and incre- 
mentally filled up, while each layer was light-polymerized 
for 40 seconds at a distance of 1 mm using a light-polymer- 
izing unit (Astralis 3, Ivoclar Vivadent, Liechtenstein) with 
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Table 1. Material used in this study 



Material and 
Repair system 


Components used 


Composition 


Lot number 


Manufacturer 


Zirconia 


Prettau zircon 


Yttrium partially stabilized with tetragonal polycrystalline 
structure (Y-TZP) 


ZB1052F 


Zirkonzhan, Italy 


CoJet™ system 


Co Jet Sand 


30 |jm silica particles 


439147 


3M ESPE, 




Rely X™ 


Prehydrolyzed silane-based primer 


9AE 


Germany 




Single Bond 2 


Rjci-rnMA l— IFMA Hirnpthpprvlptpci pthannl wptpr ciilipp 

1 ^lO V>1IVI/\j 1 II IVI/\j K^W 1 l\I7LI IClv_/l yiClLvI/Oj vI/LI Idl lv_ylj VvClLvI7lj Olllv_/Cl 

nanofiller 


N233226 




Ceramic repair system 


Total Etch 


37% phosphoric acid 


P21074 


Ivoclar Vivadent, 




Metal/Zirconia Primer 


3-Methacryloxypropyl-trimethoxy silane, ethanol, water 


P46232 


Liechtenstein 




Heliobond 


Bis-GMA, TEGDMA, catalysts, stabilizers 


M25173 




Signum zirconia bond 


Zirconia Bond 1 


Acetone, 10-MDP, acetic acid 


010111 


Heraus Kulzer, 




Zirconia Bond II 


MMA, Diphenyl (2,4,6-trimethylbenzoyl) phosphinoxide 


010104 


Italy 


Composite resin 


Z350 (A3, BODY) 


Bis-GMA, UDMA, TEGDMA, PEGDMA, Bis-EMA 


N286971 


3M ESPE, USA 




jig 



a block 
resin 



Fig. 2. Schematic drawing of tested specimen in testing 
apparatus. 



an output power of 600 mW/ cm^. After removing the plas- 
tic cylinder, an additional 40 seconds of polymerization was 
performed. Specimens were stored in distilled water at 37°C 
for 72 hours before shear bond testing. The materials used, 
compositions and manufacturer's details are presented in 
Table 1. 

Each specimen was then mounted in the universal test- 
ing machine (AGS-IOOOD, Shimadzu, Japan), equipped with 
a load which was applied to the adhesive interface until fail- 
ure occurred (cross-head speed of 1.0 mm/min) (Fig. 2). 
The ultimate load to failure was recorded in Newton (N). 
The average bond strength (MPa) was calculated by divid- 
ing the maximum ultimate load (N) to failure by the area of 
the composite resin (mm^). 

After shear bond testing, debonded specimen surfaces 
were examined by FE-SEM to assess the failure mode. The 
mode of failure was classified as either cohesive failure in 



the composite resin, or interfacial adhesive failure at the zir- 
conia-resin interface. Results of the shear bond test were 
statistically analyzed with one-way AN OVA (SPSS 15.0, 
SPSS Inc., Chicago, IL, USA), followed by a Tamhane post 
hoc test (a=.05). 

To evaluate the effect of surface treatment methods, 
five additional zirconia specimens were prepared. The sur- 
face morphologies, roughness patterns and wettability were 
evaluated on the polished, diamond bur treated, blasted 
with CoJet sand, 37% phosphoric acid treated and Zirconia 
Bond I applied surfaces. All specimens were examined 
under a field emission scanning electron microscope 
(S-4800, Hitachi, Japan) at 15 kV. The FE-SEM images 
were developed at a magnification of xlOOO for visual 
inspection. Also, the surface roughness was examined 
under 3 dimensional optical microscope (Nikon LV150L, 
Japan). Wettability value was evaluated using a water contact 
angle goniometer (Kruss DASlOO, Germany) in sessile 
drop mode with 5 [jlL drops. 

RESULTS 

The mean shear bond strength values and differences 
between groups are shown in Table 2. The shear bond 
strength of Group I (7.80 ± 0.76 MPa) and Group III (8.98 
± 1 .39 MPa) were found to be significantly higher than the 
Group II (3.21 ± 0.78 MPa). There was no significant dif- 
ference between Group I and Group III. 

The surface morphologies were analyzed, after the pol- 
ishing of zirconia specimen, after the treatment with a dia- 
mond bur, after the treatment with CoJet sand in Group I, 
after the treatment with 37% phosphoric acid in Group II, 
and after the treatment of Zirconia Bond I in Group III. 
FE-SEM and 3D-OM images of treated zirconia surfaces 
were shown in Fig. 3. 
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Table 2. Mean and standard deviation (SD) of shear bond strength (MPa) values 



Group 


Repair system 


Shear bond strength (MPa) 

Mean 


SD 


1 


CoJet™ System 


7.80^ 


0.76 


II 


Ceramic Repair 


3.21^ 


0.78 


III 


Signum Zirconia Bond 


8.98^ 


1.39 



^■^ Identical letters indicate no statistically significant difference (P>.05). 




Fig. 3. FE-SEM images (magnification x1000, left) and 
3D-OM images (right) of the zirconia surface after 
different surface treatments. (A) Polished, (B) diamond 
bur treated, (C) Group I, Cojetsand treated, (D) Group II, 
37% phosphoric acid etching, (E) Group III, Zirconia 
Bond I applied. 



When compared with polished zirconia specimens, the 
surface irregularities of the specimens of all groups were 
increased. The polished surfaces generally showed smooth- 
ness in spite of small grooves due to polishing process. 30 
[Jim diamond bur treated surface led to rough surfaces and 
defects according to the moving direction of the bur. On 
the surface of the specimens treated with Cojet sand in 
Group I, the surface irregularity was distinctly increased 
and small nodules were observed. The surface pattern of 
the Group II treated with 37% phosphoric acid was similar 
to the pattern after the treatment with a diamond bur, but 
the surface remnants in the bur treatment group were 
removed due to the cleaning effects of phosphoric acid. 
The surface of the Group III after the use of Zirconia 
Bond I showed smootherpatterns than diamond bur treated 
surfaces by covering of surface irregularities. 

During the specimen preparation process of each 
group, contact angle value of all of specimens was mea- 
sured as an indication of surface wettability and surface 
bonding strength. Increasing surface roughness has previ- 
ously been shown to improve the wettability and reduce the 
contact angle value. Fig. 4 shows the contact angle values 
of polished surface, diamond bur treated surface, silica 
coated surface with CoJet sand in Group I, 37% phosphor- 
ic acid etched surface in Group II, and Zirconia Bond I 
applied surface in Group III. The contact angles after sur- 
face treatment of the all groups were decreased in compari- 
son with polished surface (68.96°) and diamond bur treated 
only (53.55°). The value of contact angle decreased signifi- 
cantly in the order of 37% phosphoric acid etched surface 
in Group II (52.24°) > Zirconia Bond I applied surface in 
Group III (38.29°) > silica coated surface with CoJet sand 
in Group I (17.34°). Particularly, the contact angle value 
after CoJet sand treatment in Group I was measured to be 
noticeably lowers than those of other groups; thus excellent 
surface wettability was shown (Fig. 4) . 

The modes of failure after the shear bond test of all 
specimens are shown in Fig. 5, Fig. 6 and Fig. 7. Some spec- 
imens of Group I and III with strong bond strength 
showed a combination of adhesive and cohesive failure, 
with bonding agent partly remaining on the zirconia surface 
(Fig. 5 and Fig. 7). However, fracture site of Group II spec- 
imens showed adhesive failure mode (Fig. 6). 
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Fig. 4. Contact angle values of zirconia surface after different surface treatments. (A) Polished, (B) Diamond bur treated, 
(C) Group I, Cojetsand treated, (D) Group II, 37% phosphoric acid etching, (E) Group III, Zirconia Bond I applied. 




Fig. 5. FE-SEM images of the interfacial patterns observed in Group I. (A) Fractured surface after the shear test, zirconia 
side (magnification x40), (B) High magnification of arrows area in A (magnification x1000). Retained bonding agent 
remnants were detected. 




Fig. 6. FE-SEM images of the interfacial patterns observed in Group II. (A) Fractured surface after the shear test, zirconia 
side (magnification x50), (B) High magnification of arrows area in A (magnification x1 000). No residue of bonding agent 
and resin was detectable on the surface. 
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Fig. 7. FE-SEM images of the interfacial patterns observed in Group III. (A) Fractured surface after the shear test, 
zirconia side (magnification x45), (B) High magnification of arrow area in A (magnification xl 000). Retained bonding 
agent remnants were detected. 



DISCUSSION 

Layering techniques that build-up porcelain onto the zirco- 
nia core are methods that could compensate the limitation 
of the color of zirconia blocks, and they have been used 
for anterior restoration to achieve suitable esthetics. A weak 
bond between the veneering porcelain and zirconia core 
can result in fracture or delamination of the veneer itself.^ 
According to studies by Sailer et al.}^'^"^ the clinical failure 
rate caused by chipping of the veneering porcelain was 
reported to be 13% after three years and 15.2% after five 
years. 

The delamination of veneering porcelain from zirconia 
core can be caused by excessive shear stress which is induced 
by continuous occlusal interference or excessive tensile 
stress which is accumulated in the veneering porcelain dur- 
ing the porcelain build up and firing. Such tensile stress in 
the veneer generated by mismatch in coefficients of ther- 
mal expansion (CTE).^ In the metal-ceramic restoration, for 
the close bonding of metals and porcelain, the CTE of 
metals is higher than that of veneering porcelain by approx- 
imately 0.5 X 10"V°C.^^ Particularly, if the precious metals is 
used as a core, the difference of CTE may be compensated 
by the creep deformation caused by metal heat.^^'^^ 
However, the strength of zirconia core is very high and 
such creep deformation is absent. Therefore, the risk for 
developing destructive stress in the upper veneering porce- 
lain is higher. In the zirconia restorations, the CTE of por- 
celains that are developed as zirconia ceramics currently is 
9-10 X 10"VK. In comparison with the CTE of feldspathic 
porcelain (12-15 X 10"^/K) that has been used in the gener- 
al metal-porcelain restoration, the CTE of zirconia ceram- 
ics is comparable to that of partially stabilized zirconia 
(9-11 X 10"^/K) and accelerates the bonding to zirconia.^ 

The fractures of the veneering porcelain results in loss 
of financial and time frompatients. Particularly, in patients 
whose systemic condition renders from remaking the resto- 
ration, intraoral repairing methods may be more realistic 
treatments. Especially, with the development of zirconia 



restorations, some manufacturing companies introduced 
intraoral repair systems for zirconia restorations. As a gen- 
eral porcelain repair system is based on the bonding 
strength between porcelain and composite resin, in cases 
with the exposed zirconia core, the prognosis of the intra- 
oral repair would be determined by the increase of the 
bonding strength of zirconia surface and composite resin. 
Generally, the methods that improve the bonding strength 
of porcelain to resin could be divided to mechanical bond- 
ing and chemical bonding.^^'^^ Methods that render rough- 
ness by using HF or phosphoric acid, sandblasting, or dia- 
mond burs may be considered as mechanical methods. 
Methods that use silane or primers may be considered to be 
chemical ones. It was confirmed that such methods 
improved the bonding strength of porcelains and not the 
zirconia. Zirconia is minimally influenced by general meth- 
ods that improve surface roughness.^'^^"^^ Most studies that 
examined the effect of phosphoric acid or HF have report- 
ed that the effect of acid on zirconia is meager.^'^'^^ 

Under clinical situation, restorative luting surfaces can 
be contaminated by saliva, blood or silicon et al. Saliva con- 
tamination is frequently the main reason for reduced resin 
bond strength. Generally, the application of phosphoric 
acid on zirconia surface is recommended to facilitate the 
bonding of composite resin by removing the contamination 
rather than increasing the surface roughness. Such effects 
could also be obtained by using acetone or alcohol.^'^^ In 
our study, the specimens treated with 37% phosphoric acid 
in Group II and treatment with Zirconia Bond I contain- 
ing acetone components in Group III showed clearer sur- 
face than the surface treated with diamond burs, which may 
be considered to be the effect of the removal of surface 
contamination by phosphoric acid or acetone.^^ 

Diverse effects of sandblasting with airborne particles 
on zirconia surface have been reported. Sandblasting has 
been identified as an effective method in achieving a stable, 
durable bond for zirconia based ceramics. ^'^^ However, 
excessive air pressure delivered during blasting can induce 
the phase change of zirconia or microcracks reducing the 
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mechanical property of zirconia.^'^^'^^ In addition, if zirco- 
nia is used as the core, sufficient roughness could not be 
formed by sandblasting.^'^^'^^ 

For high strength ceramics such as zirconia or alumina, 
silane coupling agents are not effective due to their low sili- 
ca contents. Since the silica content of common feldspathic 
porcelain is 50-60 wt%, and the silica content of zirconia is 
lower than 1 wt%, alumina and zirconia ceramic materials 
do not react effectively with silane coupling agents.^ 
Matinlinna et al}^ have reported that 3-methacryloxypropyl- 
trimethoxy silane (3MPTS) is a well-known silane that 
improves the bonding strength to resin by reacting effi- 
ciently on the ceramic surface containing silica, but does 
not provide effective bonding strength when used alone on 
zirconia. In our study, similarly, it was observed that zirco- 
nia primers and silane used in Group II contained such 
3MPTS components, but did not provide effective bonding 
strength to zirconia of which silica content is low 

Cojet™ System used in our study is composed of blast- 
ed silica modified Al^O^ particles, which promotes surface 
roughness and silica coat for resin bonding via silane agents 
(Rely X).^'^^In our study, it was observed that after the 
treatment of zirconia surface with CoJet™ System, micro- 
roughness and surface wettability were improved greatly, 
and the shear bond strength with composite resin was 
enhanced. Thus, it is considered that increased surface area 
due to silica coating and the additional chemical bonding 
with silane agents improved the bonding strength. Other 
studies on the chemical bonding of zirconia have reported 
that the use of the phosphate ester monomer 10-MDP pro- 
vided stable bondings. The reason is that the phos- 
phate ester group of MDP binds directly to the zirconia 
oxide layer with high bonding strength. The Signum 
Zirconia Bond in our study also contains such 10-MDP, 
and provides excellent bonding strength to increase the 
chemical bonding strength of zirconia surface; these find- 
ings conform to previous studies. 

For the evaluation of the bond strength between resin 
and dental porcelains, shear bond test, tensile test, micro- 
tensile test, and other diverse tests have been applied.^^ Of 
them, the advantages of shear bond test applied in our 
study are that specimens could be prepared easily, clear test 
protocols are provided, and test results could be analyzed 
rapidly. On the other hand, shortcomings of the shear 
bond strength test are that deviations occur widely depend- 
ing on the quality of specimen.^^ Hence, it has been report- 
ed that in experiments which assessed the shear bond 
strength between porcelain and composite resin, cohesive 
failures in which fractures occured in porcelain rather than 
in the resin bond area were observed, and it was difficult to 
measure the absolute value of bond strength. ^^'^^ However, 
because zirconia specimens used in our study were high- 
strength and sintered, fractures occurred in the interfacial 
surface and thus more reliable values of bond strength 
were revealed. 

Intraoral prostheses are exposed to the continuous 
changes of humidity and temperature. The limitation of in 



vitro experiments is that they could not represent intraoral 
environment. There are some methods that endow such 
environment by long term storage and thermocycling in 
water. Some reports said that such treatments induces the 
weakening of bond strength^ but does not exert special 
effects on statistical analysis.^"^ 

In our study, only a short storage period was provided 
by storing specimens at 37°C for 72 hours. As further stud- 
ies, the change of bond strength after long-term storage as 
well as thermal cycling treatments is required. And also, the 
comparison of the bond strength after repeated fatigue 
loadings is required additionally. 

CONCLUSION 

Within the limitations of this in vitro study, the use of intra- 
oral silica coating system (CoJet™system) and the applica- 
tion of Signum Zirconia Bond enhances the shear bond 
strength between composite resin and zirconia. Intraoral 
silica coating system used in this study represents a feasible 
method for improving zirconia surface roughness and wet- 
tability. However, the presence of MDP and methyl meth- 
acrylate in the Signum Zirconia Bond may increase the 
bond strength by the formation of chemical bonds between 
composite resin and zirconia. 
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